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Background: Accurate assessment of aortic valve area (AVA) is important for clinical decision-making in
patients with aortic valve stenosis (AS). The role of three-dimensional echocardiography (3D) in the
quantitative assessment of AS has not been evaluated so far.

Obijectives: To evaluate the reproducibility and accuracy of real-time three-dimensional echocardiography
(RT3D) and 3D-guided two-dimensional planimetry (3D/2D) for assessment of AS, and compare these results
with those of standard echocardiography and cardiac catheterisation (Cath).

Methods: AVA was estimated by transthoracic echo-Doppler (TTE) and by direct planimetry using
transoesophageal echocardiography (TEE) as well as RT3D and 3D/2D. 15 patients underwent assessment of
AS by Cath.

Resu|>t,s: 33 patients with AS were studied (20 men, mean (SD) age 70 (14) years). Bland-Altman analysis
showed good agreement and small absolute differences in AVA between dll planimetric methods (RT3D vs
3D/2D: —0.01 (0.15) cm?; 3D/2D vs TEE: 0.05 (0.22) cm?; RT3D vs TEE: 0.06 (0.26) cm?). The agreement
between AVA assessment by 2D-TTE and planimetry was —0.01 (0.20) cm? for 3D/2D; 0.00 (0.15) cm? for
RT3D; and —0.05 (0.30) cm? for TEE. Correlation coefficient r for AVA assessment between each of 3D/2D,
RT3D, TEE planimetry and Cath was 0.81, 0.86 and 0.71, respectively. The intracbserver variability was
similar for all methods, but interobserver variability was better for 3D techniques than for TEE (p<0.05).
Conclusions: The 3D echo methods for planimetry of the AVA showed good agreement with the standard TEE
technique and flow-derived methods. Compared with AV planimetry by TEE, both 3D methods were at least
as good as TEE and had better reproducibility. 3D aortic valve planimetry is a novel non-invasive technique,

valvular heart diseases resulting in valve replacement.'

The indication for surgery is based on symptoms and the
severity of AS.” The severity of AS can be assessed by calculating
the valve orifice using catheter-based invasive measurements or
echocardiography. Transthoracic echocardiography is currently
used in most instances as the standard for AS quantification,
based on the determination of flow-dependent variables and the
effective aortic valve area (AVA). Quantification of AS should
include measurement by both techniques; the symptomatic
status of the patient is also crucial in assessing the necessity of
valve surgery. In selected cases, catheterisation may be used for
quantification of the severity of AS.

Historically, cardiac catheterisation using the Gorlin equation
has been the gold standard for effective AVA assessment.*
Currently, two-dimensional transthoracic echocardiography
using transvalvular Doppler (2D-TTE) is considered to be a
reliable and accurate method to assess the severity of AS.>” In
some patients with AS who have a small aorta, subvalvular
obstruction, significant aortic regurgitation or depressed left
ventricular function, the accurate assessment of AVA may be
difficult.>""* 2D-TTE with harmonic imaging has been used with
some success for aortic valve planimetry, but it is less feasible
than transoesophageal echocardiography (TEE)." The multiplane
TEE technique provides additional important information regard-
ing the anatomy of the aortic valve and allows direct planimetric
quantification of the anatomic AVA. The accuracy of this semi-
invasive method may be limited by difficulties in obtaining the
correct cross-sectional view at the level of the edges of the aortic
valve cusps.”? ' The use of reconstructive three-dimensional
TEE has provided better results than standard TEE for AVA

D egenerative aortic stenosis (AS) is one of the most common

which provides an accurate and reliable quantitative assessment of AS.

planimetry. However, this has not been widely adopted, partly
because of the time-consuming off-line analysis.'”” Other non-
echocardiographic methods such as multislice CT and MRI have
also been successfully used for evaluation of the severity of AS**
*; however, they are time consuming and have other known
limitations compared with a simple bedside echo study. Recently,
transthoracic real-time three-dimensional echocardiography
(RT3D) has been introduced as a novel technique, which allows
the spatial recognition of the anatomy and function of cardiac
structures. A number of studies have demonstrated significant
additional value for planimetric assessment of mitral valve orifice
in patients with mitral stenosis.”™’

The purpose of this study was to evaluate the use of RT3D as
an alternative additional non-invasive method to estimate AVA
in patients with AS.

METHODS

Patient population

Our study group comprised 36 consecutive patients with an
established diagnosis of AS, 24 of whom were candidates for
aortic valve replacement (AVR). Informed consent for three-
dimensional (3D) echocardiography imaging was obtained and
approved by the Cedars-Sinai Medical Center Institutional
Review Board.

Abbreviations: AS, cortic stenosis; AVA, aortic valve area; AVR, aortic
valve replacement; 3D/2D, 3D-guided two-dimensional imaging; LAX,
long axis; LVOT, left ventricular outflow tract; RT3D, transthoracic real-time
three-dimensional echocardiography; TEE, transoesophageal
echocardiography; 2D-TTE, transthoracic echocardiography using
transvalvular Doppler
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Echocardiographic methods

2D Imaging

A complete echo-Doppler study was performed in all patients,
using a Philips iE-33 (Philips Medical System, Andover,
Massachusetts, USA) machine and an S5-1 probe. 2D-TTE
standard views were obtained. Doppler flow data were acquired
from the left ventricular outflow tract (LVOT) region in the
pulsed wave mode, and from the aortic valve in the continuous
wave mode in the apical five-chamber view. The LVOT diameter
was measured in the parasternal long-axis (LAX) view in
proximity to the position of the pulse-wave Doppler data. AVA
was estimated using the continuity equation approach
(AVA = LVOT,ca(velocity time integral;yor/velocity time inte-
gralyave)). Three Doppler measurements were obtained, and
calculations were based on the best representative heartbeats as
selected independently, blinded to the 3D echocardiography,
TEE and cardiac catheterisation data.
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Figure 1 Lower panel: Assessment of aortic
vtﬂve anatomic area (AVA) by volumetric
real-time three-dimensional
echocardiography. The multiplanar
reconstruction (MPR) mode is used for correct
alignment and measurement of AVA. The
pyramidal volume data (lower panel, A
(bottom right) and C) were displayed in three
different cross-sections that cou|crbe
modified inferactively by use of colour-
coding convention. The parasternal long-axis
(LAX) view is displayed in the green
quadrant (lower panel, A (1opsfe{'r)) and
could be controlled by manually shifting and
rotating a green line (planar slice) shown in
the blue quadrant (lower panel, A (bottom
left)) until the anatomically correct view of the
aortic valve (AV) is achieved. The red line in
the green quadrant (LAX) was manually
shifted and rotated parallel to the alignment
of the AV leaflets cross-sectioning the edges
of the cusps and resulting in the correct short-
axis (SAX) section of AV showed in the red
quadrant (lower panel, A (top right)). When
the optimal cross-section of AV is achieve
during its maximal systolic opening, the AVA
is traced manually using the R (redgquqdran)
zoom mode (B). Upper panel: Aortic valve
planimetry by using the Live xPlane mode.
3D-guided two-dimensional images (3D/
2D) are displayed, simu|tqneous§l, side-by-
side (biplane imaging). The parasternal LAX
view is used to guide the positioning of a
manually p|ace3 cursor at the edges of the
aortic valve cusps. The simultaneous display
of the two views showed a complete orifice
visualised in the 3D-guided SAX view, and
cortic valve area is traced on-line in
midsystole when the leaflets were maximally
opened. Ao, ascending corta; LA, left
atrium; LV, left ventricle; PA, pulmonary
artery; RV, right ventricle.
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3D imaging

Volumetric RT3D and 3D-guided image acquisition of the aortic
valve was performed immediately after the 2D-TTE, and within
a week after the TEE and cardiac catheterisation. These images
were acquired using a new X3-1 matrix-array transducer
(frequency range of 1-3 MHz), with parallel processing to
acquire a pyramidal volume dataset from a single window in
real time and providing also 2D, Live xPlane and Live 3D
performance. The live xPlane mode was used to acquire and
display the 3D-guided images.

3D-guided two-dimensional imaging

The live xPlane mode was used to acquire and display the 3D-
guided two-dimensional imaging (3D/2D) images simulta-
neously, side-by-side (biplane imaging; fig 1, upper panel). As
described previously, this method provides accurate alignment
of the limiting orifice and has been used for planimetry of the
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mitral valve.”” We applied the same technique for assessment of
the AVA. The LAX view was used to guide the positioning of a
manually placed cursor at the cusp edges of the aortic valve.
Simultaneously, the valve orifice area on the short-axis plane
was obtained, and was traced on-line when the cusps were
maximally opened in systole.

Volumetric RT3D echocardiography

Initially, the aortic valve was aligned in the centre of the
imaging plane, using the “Live 3D” function. Gain and
compression controls, as well as the time gain compensation
settings, were used to optimise the quality of the 3D images.
Then, the full-volume RT3D datasets were acquired from a
single acoustic window (LAX), with the acquisition of four
wedge-shaped subvolumes (triggered to the ECG R-wave) to
form the “pyramid” (60°x60°) from four consecutive cardiac
cycles during held respiration. A high-density setting capable of
fitting the entire aortic valve was used for better resolution. All
volumetric images were analysed on-line and also digitally
stored on a compact disk and transferred into a personal
computer for off-line analysis using the commercial software
(3D-QLab, Philips Ultrasound, Andover, MA, USA). The
multiplanar reconstruction mode has been used for correct
alignment and measurement of AVA. The pyramidal volume
data (fig 1, lower panel, A (bottom right) and C) were displayed
in three different cross-sections that could be modified
interactively by the use of colour-coding convention. When
the optimal cross-section of the aortic valve during its maximal
systolic opening (the view with smallest aortic valve orifice)
was achieved, the AVA was measured using the zoom mode
(fig 1B). The AVA was manually traced and calculated as the
mean of three measurements.

To evaluate reproducibility of the 3D methods, we selected an
orifice from a 3D dataset and did three manual traces of AVA of
10 patients, performed by each of two independent operators
who were blinded to the patients” identities and other clinical
information.

TEE imaging

TEE was performed using an HDI-5000 ultrasound system
(Phillips Ultrasound, Bothell, WA, USA) with a 5 MHz multi-
plane probe. Images were digitised, and off-line measurements
were performed with the VERICIS Echo Review application
(Camtronics Medical Systems, Hartland, Wisconsin, USA). TEE
was performed in 24 patients as part of a routine intraoperative
TEE before and after AVR. The rest of the patients were referred
for TEE by their cardiologists as part of the clinical examination
of the patients” aortic valve disease.

As reported previously,' after placing the probe to visualise
the standard TEE long-axis view of the aortic valve and the
ascending aorta, we rotated the image plane from 0° to 180°,
yielding the best short-axis image of the aortic valve opening.
The aortic valve orifice during maximum opening in systole was
measured on a magnified image in zoom mode. Planimetry was
repeated three times off-line and values were averaged
accordingly.

Cardiac catheterisation

Cardiac catheterisation was performed by the standard femoral
approach. Left ventricular pressure measurements were
obtained after retrograde placement of the catheters.
Transvalvular pressure gradients were acquired by simulta-
neous pressure measurements in the aorta and in the left
ventricle (13 patients), or during a pullback manoecuvre
(2 patients). Cardiac output was calculated according to the
thermodilution method, which was then used to determine
AVA by applying the Gorlin equation.*
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Statistical methods

Values were expressed as the mean (SD) for RT3D, 3D/2D, 2D-
TTE, TEE and cardiac catheterisation, and the results were
compared by linear regression analysis. Correlation coefficients
were expressed as r values. Limits of agreement and the mean
absolute differences of planimetric methods with Doppler-
derived and cardiac catheterisation AVA were calculated using
the method of Bland and Altman. One-factor analysis of
variance and post-hoc test were used to compare the
significance of the bias for each method, and for comparison
of intraobserver and interobserver variabilities between plani-
metric methods. Interobserver and intraobserver variabilities
were presented as coefficients of variation and were calculated
by dividing the SD of values by the mean. The values were
measured by two blinded readers for interobserver variability,
and by one of them on the same dataset after a gap of
2-3 weeks for intraobserver variability.

RESULTS

Initially, 36 consecutive patients with AS were enrolled in this
study. Three patients were excluded from the study: two
patients because of an inadequate acoustic window, and one
patient because of extremely calcified aortic valve and aortic
root that did not allow adequate planimetry of AVA either by
TEE or by 3D echocardiography. Thus, 33 patients comprised
our study group. The individual clinical characteristics of all
patients are presented in table 1. There were 13 women, and the
mean (SD) age for the entire group was 70.2 (13.3) years.
The mean AVA by 2D-TTE was 1.03 (0.48) cm?®. As per the
American College of Cardiology/American Heart Association
guidelines,* 22 patients had severe (AVA <1.0 cm?), 4 patients
had moderate (AVA 1.0-1.5 cm?) and 7 had mild (AVA
>1.5 cm?) AS. Four patients had a bicuspid aortic valve.
Concomitant aortic regurgitation was present in 19 patients:
trace or mild in 12 and mild to moderate in 7 patients. The
mean left ventricular ejection fraction was 57.1% (14.7)%
(range 20-74). In all, 32 patients were in normal sinus rhythm
and 1 was in atrial fibrillation. The mean (SD) time required for
obtaining images and measuring the AVA using the 3D/2D was
55 (12) s, and that using the RT3D was 6.5 (2.1) min.

Comparison with the non-invasive methods

The mean (SD) AVA was 1.04 (0.49) cm? for 3D/2D, 1.03
(0.48) cm? for RT3D, 1.03 (0.48) cm? for 2D-TTE and 1.08
(0.51) cm? for TEE. Table 2 shows good correlation between the
non-invasive methods. As presented in fig 2A-C, Bland—Altman
analysis showed good agreement and small absolute differences
in AVA between all planimetric methods (RT3D vs 3D/2D:
—0.01 (0.15) cm?; 3D/2D vs TEE: 0.05 cm? (0.22) cm?; RT3D vs
TEE: 0.06 cm”® (0.26) cm?). As presented in fig 2D-F, when
compared with TEE, there were smaller absolute differences in
AVA and slightly better agreement between AVA derived from
2D-TTE continuity equation and 3D methods (—0.01 (0.20) cm?
for 3D/2D; 0.00 (0.15) cm? for RT3D and —0.05 (0.30) cm? for
TEE).

Comparison with invasive assessment

The mean (SD) values of AVA determined in the 15 patients
who also underwent invasive assessment of AS were 0.73
(0.15) cm? for 3D/2D, 0.75 (0.15) cm? for RT3D, 0.78
(0.14) cm? for TEE and 0.76 (0.21) cm? for cardiac catheterisa-
tion. As demonstrated in fig 3, when comparing the invasively
determined AVA by the Gorlin method with the planimetric
AVA derived from 3D/2D, RT3D and TEE, the smallest mean
absolute differences and narrower limits of agreement were
obtained by RT3D (0.03 (0.24), 0.01 (0.21) and —0.02
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Table 1 Clinical characteristics and aortic valve values in patients with cortic stenosis
Age in AV gradient  2D-TTE AVA  3D/2D AVA  RT3D AVA TEE AVA  Cath AVA

Number years Sex EF (%) AR grade MR grade (mmHg) (em?) (em?) (em?) (em?) (em?)
1 76 M 40 2 2 67 0.70 0.77 0.80 0.89 0.75
2 60 M 30 1 2 48 0.90 0.90 0.90 0.76 1.25
3* 64 M 48 1 1 36 0.90 0.98 0.88 0.99 0.95
4 83 M 55 1 1 71 0.80 0.73 0.75 0.93 0.79
5* 65 M 65 2 1 105 0.69 0.65 0.78 0.87 0.77
6 81 F 55 1 2 70 0.80 0.66 0.78 0.78 0.85
7 42 F 65 2 2 44 1.24 1.30 1.18 1.51
8 88 F 74 1 1 63 0.73 0.74 0.83 0.83 0.80
9* 38 F 38 2 1 41 0.70 0.74 0.64 0.80

10 55 M 67 2 2 64 0.80 0.89 0.81 0.96

1 70 M 28 0 3 56 0.75 0.70 0.63 0.72

12 91 M 58 1 1 21 1.23 0.99 1.05 0.79 1.00

13 75 F 65 0 1 65 0.70 0.85 0.83 0.79 0.73

14 80 F 68 1 3 67 0.70 0.62 0.57 0.54 0.50

15 85 M 28 1 1 38 0.60 0.64 0.67 0.65 0.63

16 57 F 68 0 2 67 0.80 0.70 0.72 0.80 0.70
17 81 M 67 0 0 78 0.70 0.70 0.77 0.85

18 70 M 65 0 2 69 0.80 0.74 0.83 0.51

19 79 F 50 2 2 122 0.45 0.43 0.43 0.46 0.38

20 78 M 60 0 4 71 0.57 0.62 0.56 0.74

21 67 M 68 0 2 90 0.82 0.87 0.80 0.88

22 81 M 20 0 2 22 1.95 1.87 2.00 1.97

23 75 M 65 0 2 22 1.95 1.92 1.87 1.98

24 72 F 68 2 8 20 1.57 1.87 1.63 1.91 0.66

25 50 M 55 1 1 75 0.67 0.73 0.67 0.69 0.70

26* 42 M 65 1 1 93 0.68 0.64 0.62 0.81

27 71 M 63 0 1 63 0.90 1.04 0.97 0.98

28 78 F 70 0 0 26 1.84 1.88 1.86 1.77

29 70 M 65 0 0 18 1.92 2.08 2.05 217

30 74 F 60 0 3 16 1.98 1.89 1.93 2.06

31 80 M 55 1 1 40 1.40 1.43 1.43 1.52

32 74 F 60 1 2 31 1.48 1.47 1.47 1.54

33t 58 F 55 0 1 12 1.42 1.45 1.43 1.59

AR, cortic regurgitation; AVA, aortic valve area; AV gradient, aortic valve peak gradient; Cath, cardiac catheterisation; 3D/2D, 3D-guided two-dimensional imaging;

EF, ejection fraction; MR, mitral regurgitation; RT3D, volumetric real-time three-dimensional echocardiography; TEE, planimetry by transoesophageal

echocardiography; 2D-TTE, Doppler-derived two-dimensional transthoracic echocardiography.

*Patients with bicuspid aortic valve.

TPatient with concomitant moderate mitral stenosis.

(0.29) cm?). Figure 3 shows the acceptable correlation between
the 3D methods and cardiac catheterisation (r = 0.81 and 0.86).

Comparison between methods to assess the grade of
severity of AS

In view of the importance of an accurate AVA measurement in
patients with severe AS, owing to the potential surgical
treatment, we compared values of AVA by RT3D (the most
accurate method that correlated well with flow-derived
methods) and TEE using cut-offs of AVA measurements: AVA
<0.75 cm?, AVA 0.75-1.0 cm?, AVA =1.0 cm?. As validated by
the 2D-TTE assessment of AVA, clinically relevant under-
estimation of AS was observed among patients with severe or
critical AS (fig 4A). Critical AS (AVA <0.75 cm?) was under-
estimated in 5 of 12 patients by TEE, but in only 2 of 12 by
RT3D. When looking at the group with severe AS (AVA
<1.0 cm?), the comparison yielded an overestimation in one
patient by RT3D.

Intraobserver and interobserver variabilities

Figure 4B shows good intraobserver agreement for all plani-
metric methods. However, interobserver agreement was sig-
nificantly better for the 3D techniques than for TEE.

DISCUSSION

This is the first study to apply 3D-guided and volumetric RT3D
techniques for the assessment of AS. Measurement of the AVA
by both techniques correlated well with TEE and 2D-TTE
Doppler-derived results, and had an acceptable correlation with
catheter-derived AVA. Bland-Altman analysis demonstrated
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good agreement between all planimetric techniques (3D/2D,
volumetric RT3D and TEE) and flow-derived methods. Both 3D
methods showed good reproducibility and were feasible in the
majority (92%) of patients.

The indications for AVR are usually based on symptoms and
the severity of AS, and are well defined.” The accurate
assessment of AVA may have a crucial role in decision-making
in patients with severe AS. Even selected asymptomatic
patients with severe and progressive AS may benefit from early
surgery.”® Transthoracic echocardiography is currently used in
most instances, as the current standard for AS quantification is
based on the determination of both flow-dependent variables
(transaortic velocities or gradients) and a flow-independent
variable (valve area determined by the continuity equation).
Quantification of AS should include the information of both
measurement techniques. Moreover, the symptomatic status of
the patient is critical to the clinical decision-making process. In
selected cases, catheterisation might become necessary to verify
the aortic valve area.

Both cardiac catheterisation and echocardiography are
known to provide accurate assessment of AS. Although cardiac
catheterisation has been used as a gold standard, there are a
number of limitations related to catheter positioning and
postvalvular pressure recovery in mild and moderate AS, as well
as some potential inaccuracy in the measurement of cardiac
output." The American College of Cardiology/American Heart
Association guidelines suggest that cardiac catheterisation for
the assessment of AS may be useful when there is a discrepancy
between clinical and echocardiographic findings.” Thus, the
Doppler-derived measurements of effective AVA are frequently
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Figure 2 Bland-Altman graphs (A—C) show the limits of agreement and mean absolute differences between planimetric methods: volumetric real-time
three-dimensional echocardiography (RT3D) and 3D-guided two-dimensional imaging (3D/2D) (A), between 3D/2D and planimetry by transoesophageal
echocardiography (TEE) (B) and between RT3D and TEE (C). Bland-Altman plots (D-F) show the limits of agreement and mean absolute differences Eetween
Doppler-derived two-dimensional transthoracic echocardiography (2D-TTE) and 3D/2D (D); 2D-TTE and RT3D (E); and 2D-TTE and TEE (F).

used as the gold standard to assess the severity of AS in clinical
practice. The Doppler method, however, has some limitations
when used in patients with left ventricular dysfunction,
increased LVOT gradients and an eccentric jet in bicuspid
aortic valves, or when there is associated significant aortic
regurgitation.”™* Consequently, in many cases, an additional
echocardiographic modality such as planimetry may be helpful.

The anatomical determination of aortic valve orifice can be
assessed by AV planimetry. TEE is a semi-invasive technique,
which allows direct planimetric measurements of AVA and is
independent of the acoustic window, compared with 2D-TTE.
Two prior studies found clinically important overestimation of
effective valve area by TEE planimetry compared with flow-
derived methods.” * This finding was described primarily in
smaller valve areas and can be partially explained by differences
in aortic valve shape.”” The major limitation of TEE for direct
planimetry of the AVA is due to the difficulty and the potential
inability to correctly identify the right imaging plane.
Consequently, reproducibility and accuracy vary among inves-
tigators.”” " * 3D TEE may overcome the problem of optimal

image plane orientation, but it still requires off-line image
reconstruction, which is time consuming.'”

In this study, we found good agreement between the
techniques on comparing the 3D-guided and volumetric RT3D
methods with TEE. However, both 3D methods had smaller bias
and narrower limits of agreement with the 2D-TTE continuity
equation-derived AVA. In the group of patients who also
underwent cardiac catheterisation, catheter-derived AVA cor-
related better with planimetric AVA by the 3D techniques than
those by TEE. Moreover, although there is no clear gold
standard for the severity of AS in our study, these two
observations lead us to conclude that 3D-derived AVA is
probably more accurate than TEE planimetry. This method may
therefore be used in patients in whom there is a discrepancy in
AVA assessment. In this study, we found that when these
measures were evaluated relative to commonly used AVA cut-
off criteria for significant and critical AS, the differences in AVA
between 3D and TEE translated to clinically important under-
estimation of the severity of AS in 3 (10%) patients. The
intraobserver variability was similar for TEE and 3D techniques.

Table 2 Comparison of mean aortic valve area, correlation coefficient and mean absolute differences between different echo
techniques
Correlation (r value, mean difference (cm?))
Mean (SD) AVA (cm?) vs RT3D vs TEE vs 2D-TTE

3D/2D 1.04 (0.49) r=0.99, p<0.001, A=0.008 r=0.98, p<0.001, A=0.041 r=0.98, p<0.001, A=0.009
RT3D 1.03 (0.48) r=0.97, p<0.001, A=0.049 r=0.99, p<0.001, A=0.001
TEE 1.08 (0.51) r=0.96, p<0.001, A=0.050
2D-TTE 1.03 (0.48)

AVA, aortic valve area; 3D/2D, 3D-guided two-dimensional imaging; RT3D, volumetric real-time three-dimensional echocardiography; TEE, planimetry by
transoesophageal echocardiography; 2D-TTE, Doppler-derived two-dimensional transthoracic echocardiography; A, mean absolute differences.
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Figure 3 Bland-Aliman plots (A-C) show the limits of agreement and mean absolute differences between AVA (aortic valve area) by Cath (cardiac
catheterisation) and 2D/ 3D (3D-guided two-dimensional imaging; A), RT3D (volumetric real-time three-dimensional echocardiography; B) and TEE
(planimetry by transoesophageal echocardiography; C). Linear regression graphs (D, E) show the correlation between Cath and planimetric techniques with

regard to AVA estimation: 2D/3D (D), RT3D (F) and TEE (E).

However, in our study, the 3D method significantly reduced the
interobserver variability. As reported previously, heavy valvular
calcification may make the assessment of the actual orifice area
difficult to measure by planimetry.” This limitation is relevant
for either of the planimetric echo techniques—TEE or 3D
echocardiography. In our study, we excluded only one patient
in whom the AVA measurement was not adequate. In addition,
echo-derived methods overestimate the severity of AS in
patients with low cardiac output.”® Similarly, 3D planimetry is
affected by low cardiac output as the anatomic area of aortic
valve opening is reduced, and will potentially result in an
inaccurate measurement of AVA.

Recently, 3D echocardiography (3D-guided and volumetric
RT3D) was shown to be an accurate, feasible and reproducible

method for assessment of mitral stenosis severity.”>” The
diminished resolution and off-line 3D analysis have been the
main limiting factors for routine use.”” However, the develop-
ment of a matrix-array transducer in the biplane mode resolves
the issue of limited resolution; it still remains a problem for
volumetric RT3D planimetry. Currently available off-line
analysis for 3D echo significantly shortens the time of
planimetry compared with previous studies using off-line
analysis programmes.” ** The determination of AVA in patients
with AS by both 3D modalities is feasible and accurate, and can
be performed at the same time as the standard 2D-TTE.
Compared with TEE, 3D techniques have the advantage of
being non-invasive, highly reproducible methods, which
provide correct image plane orientation.

. B Figure 4 (A) The comparison between
40 —| ® AVA<O.75cm?  DAVA=1.0 cm? 16~ p<0.05 2D-TEE (Doppler-derived two-dimensional
BAVA0.75-1.0 cm? 14 7 0<0.05 transthoracic echocardiography), RT3D
p=NS p=NST—1 (volumetric real-time three-dimensional
é 30|, o o s 12+ p=NSF')=_NS' ;erchocordio}?raphr) Ol?d TEE (p|aniEetw by
K] g | N ansoesophageal echocardiography) fo
g 510 yield the clinical classification of the severity
“5 20 g gl of AS (aortic stenosis). The numbers in the
5 1 1 = bars represent the actual number of patients
2 16 8 o according to the grade of AS.
5 O (B) Intrao%server and interobserver
Z 10— 41 differences in aortic valve area (AVA)
2L measurements by 3D/2D (3D-guided two-
dimensional method), RT3D and TEE.
2D-TTE RT3D TEE 0 Intraobserver Intracbserver
coefficient of coefficient of
variation variation
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CONCLUSION

3D-guided and volumetric RT3D echocardiographies provide an
accurate and reproducible estimation of AVA in patients with
AS. These techniques showed good agreement with TEE and
flow-derived methods. Determination of AVA by RT3D is non-
invasive, simple and can be performed at the bedside in a few
minutes.
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